


Airglide 360

General operation of the track switch

|. - Move hoist unit in front of track switch until lights glow

2. Wait while the lights are on for 2 seconds until the track
switch changes

3. Once the track switch has finished changing, move on
through to desired location

4. The track switch will stay in this position until the hoist waits
in front of it again for 2 seconds

Questions?

For general enquiries please contact us at:
t | 0845034 1450

v f | 0845034 145]
e | enquiries@innova.uk.com
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